Extensimetric monitoring of healing in the treatment with the Ilizarov apparatus. A multicenter clinical trial.
The results of a multicentric review are reported using the extensimetric instrumentation applied to the Ilizarov device. This clinical trial the follows same theoretical and experimental preliminary studies, outlines the advantages and current limits of the method, and sets the bases for further clinical and experimental research.